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ABSTRACT
This work describes results obtained from the 2016 Aerosol Chemical Speciation Monitor (ACSM)
intercomparison exercise performed at the Aerosol Chemical Monitor Calibration Center (ACMCC,
France). Fifteen quadrupole ACSMs (Q_ACSM) from the European Research Infrastructure for the
observation of Aerosols, Clouds and Trace gases (ACTRIS) network were calibrated using a new pro-
cedure that acquires calibration data under the same operating conditions as those used during
sampling and hence gets information representative of instrument performance. The new calibra-
tion procedure notably resulted in a decrease in the spread of the measured sulfate mass concen-
trations, improving the reproducibility of inorganic species measurements between ACSMs as well
as the consistency with co-located independent instruments. Tested calibration procedures also
allowed for the investigation of artifacts in individual instruments, such as the overestimation of
m/z 44 from organic aerosol. This effect was quantified by the m/z (mass-to-charge) 44 to nitrate
ratiomeasured during ammonium nitrate calibrations, with values ranging from 0.03 to 0.26, show-
ing that it can be significant for some instruments. The fragmentation table correction previously
proposed to account for this artifact was applied to the measurements acquired during this study.
For some instruments (those with high artifacts), this fragmentation table adjustment led to an
“overcorrection” of the f44 (m/z 44/Org) signal. This correction based on measurements made with
pure NH4NO3, assumes that the magnitude of the artifact is independent of chemical composition.
Using data acquired at different NH4NO3 mixing ratios (from solutions of NH4NO3 and (NH4)2SO4)
we observe that the magnitude of the artifact varies as a function of composition. Here we applied
an updated correction, dependent on the ambient NO3 mass fraction, which resulted in an
improved agreement in organic signal among instruments. This work illustrates the benefits of inte-
grating new calibration procedures and artifact corrections, but also highlights the benefits of these
intercomparison exercises to continue to improve our knowledge of how these instruments oper-
ate, and assist us in interpreting atmospheric chemistry.
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Introduction
Continuous and long-term measurements of essential
climatologically relevant parameters, such as aerosol
chemistry and physical properties, are critical to
resolve aerosol-cloud-climate interactions and to gain
insights into the role they play in climate change and
air quality. Recently in Europe, significant efforts have
contributed to the installation and maintenance of a
number of different observation stations in a range of
differing environments (Fr€ohlich et al. 2015a; Hari
and Kulmala 2005; O’Connor, Jennings, and O’Dowd
2008; Petit et al. 2015; Ripoll et al. 2015). These sta-
tions notably belong to the European Research
Infrastructure for the observation of Aerosol, Clouds,
and Trace Gases (ACTRIS, www.actris.eu).
The physical and chemical properties of aerosols
are measured at a number of stations. Up until
recently, aerosol chemistry was acquired through off-
line filter measurements, or over short periods using
more advanced techniques such as aerosol mass spec-
trometry (Canagaratna et al. 2007). Development of
the Aerosol Chemical Speciation Monitor (ACSM)
allows near-autonomous continuous measurements of
aerosol chemistry, with minimal intervention from the
user. The ACSM uses either a quadrupole mass spec-
trometer (Q-ACSM) (Ng et al. 2011) or a time of
flight mass spectrometer (ToF-ACSM) (Fr€ohlich et al.
2013) to measure particle composition. This instru-
ment designed specifically for in-situ measurements of
non-refractory submicron (NR-PM1) aerosol species
has a time resolution of approximately 15 to 30min.
It is based on aerosol mass spectrometry (AMS) tech-
nology and has demonstrated its suitability for con-
tinuous monitoring over the last eight years. More
recent advances in this instrument include a newly
designed aerosol inlet and capture vaporizer capable
of sampling aerosol particles having diameters up to
2.5 microns (Xu et al. 2017; Zhang et al. 2017).
Aerosol chemistry measurements are being increas-
ingly used to constrain predictive models to forecast
atmospheric processes and evolution (e.g., Ciarelli
et al. 2017; Bessagnet et al. 2016), and therefore it is
imperative to ensure high quality data to develop and
evaluate these models. To satisfy this need, a number
of calibration centers have been created in Europe
with the specific objective to identify measurement
guidelines and calibration procedures. The Aerosol
Chemical Monitor Calibration Center (ACMCC) is
part of the European Center for Aerosol Calibration
(ECAC, www.actris-ecac.eu), and is oriented towards
the calibration of online aerosol chemistry measure-
ments (Crenn et al. 2015). It notably aims to calibrate
and intercompare ACSM instruments used at ACTRIS
stations at least every three years, so to ensure the
continuity of long-term quality assured data within
this research infrastructure. The first ACSM intercom-
parison took place at the ACMCC in December 2013.
During this first exercise, a detailed statistical analysis
was performed on instrument sensitivities and the
inter-comparability of the different variables measured
by the ACSM instruments (Crenn et al. 2015b). In
addition, the source apportionment of the organic
aerosol measured from these instruments was compared
over a three week period (Fr€ohlich et al. 2015b). The
result of the 2013 inter-comparison exercise illustrated
good agreement between these instruments, but high-
lighted variability in the sulfate and organic aerosol spe-
cies. This manuscript describes results from a second
intercomparison exercise, held in March 2016, at the
ACMCC. This intercomparison specifically addressed
new recommended calibration procedures, and eval-
uated recently proposed corrections for artifacts related
to the organic aerosol measurements.
Methodology
Description of the site and experimental set up
A total of 15 Q-ACSM instruments were installed at
the Site Instrumental de Recherche par Teledetection
Atmospherique (SIRTA) station during the month of
March 2016. The SIRTA station is an ACTRIS
national facility for aerosol, cloud, and gas-phase
measurements and is located 20 km south of Paris, in
Gif-sur-Yvette. Similar to the set up used during the
first ACSM inter-laboratory intercomparison (ILC) in
2013 (Crenn et al. 2015), instruments were organized
into three groups of four instruments, and one group
of three instruments. Four separate PM2.5 inlets were
used to deliver ambient aerosols into the laboratory.
Behind each inlet were four instruments, each one of
these instruments had an individual nafion dryer with
integrated relative humidity (RH) measurements in
the aerosol sampling line. The temperature difference
between the outside and the inside of the laboratory,
together with the nafion dryers meant that the aerosol
sample flow RH did not exceed 40%. All instruments
were operating with a time resolution of approxi-
mately 30min. Particle-free air sampling was per-
formed prior to and after the intercomparison
campaign, ensuring that no leaks or contamination
were occurring inside the station or in the sampling
lines. These measurements were performed by placing
a total particle filter in place of the PM1 inlet for
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approximately two hours, providing a total of four
points per filter period.
Q–ACSM
Briefly, the Q-ACSM instrument is based on the same
technology as the aerosol mass spectrometer (AMS),
using an aerodynamic lens with greater than 50%
transmission efficiency of particle sizes (Dp) between
75 nm and 650 nm, a vaporizer at 600 C, and electron
impact ionization at 70 eV (Liu et al. 2017). In the
ACSM instrument, the principal difference compared
to the AMS is the lack of size resolved data. For the
extraction of different chemical species from the mass
spectral data, the ACSM uses the same fragmentation
table as the AMS (Allan et al. 2004). Data analysis
was performed using the Igor Pro (Wavemetrics,
v6.3.7) procedure acsm_local (v1.5.11.1).
Co-located measurements
A number of instruments were operated alongside the
Q-ACSM instruments at the SIRTA site. These instru-
ments included the Fine Dust Aerosol Spectrometer
(FIDASVR , PALAS), providing size-segregated particle
mass concentrations every 15min over a total of 64
size bins ranging from 180 nm up to 18,000 nm. A
tapering element oscillating microbalance equipped
with filter dynamic measurement system (TEOM-
FDMS, Ecomesure) provided total particle mass con-
centration of the PM1 component. Aerosol particle
composition was measured using an online particle
into liquid sampler (PILS) coupled with online ion
chromatography (IC, Dionex), providing information
on the concentrations of water-soluble anion species
(including NO3
 and SO4
2) of both refractory and
non-refractory particles with a temporal resolution of
approximately 5min. Mass concentration of NH4
þ
was not measured by the PILS-IC but is calculated
based on the anionic concentrations of NO3
, Cl,
and SO4
2, assuming that all these species exist as
NH4NO3, NH4Cl, and (NH4)2SO4. Based on the inlet
set up and flow rate, the cut off diameter of the PILS-
IC instrument was calculated to be approximately
1.4 mm. A Sunset Laboratory Organic Carbon
Elemental Carbon (OC/EC) field analyzer measured
the PM1 organic and elemental carbon content of
aerosol particles (OC/EC) with a resolution of
approximately 2 h. A denuder was placed upstream of
the instrument to remove gas-phase species. The ana-
lysis of the OC/EC followed the European standards
recommendation using the EUSAAR2 thermal
protocol (Cavalli et al. 2010). Based on previous stud-
ies at the site, it was assumed that the contribution of
secondary organic aerosol was dominant and hence
the OM to OC ratio applied to the sunset OC meas-
urements was 2.1 (Sciare et al. 2011). A comparison
between the PM1 PILSþOM measurements with that
of PM1 TEOM measurements illustrated that despite
the differences in the calculated inlet size cutoff there
was good agreement between the two sets of measure-
ments (Figure S1).
RIE calibration principles and set up
A new calibration method specifically aimed at
improving the ACSM relative ionization efficiency
(RIE) of NH4 and SO4 was introduced during this
intercomparison exercise. Until now, the SO4 RIE was
determined using the jump scan (JS) mode in the
ACSM software. In JS mode, only specific m/z values
are measured, instead of scanning the full range (10
to 150 amu) of the mass spectrometer. For NH4NO3
(AN), the measured m/z’s are 15 (NHþ), 16 (NH2
þ),
17 (NH3
þ), 30 (NOþ), and 46 (NO2
þ), and for








þ), and 98 (H2SO4
þ). The advantage of JS com-
pared to the regular acquisition mode is that it takes
less time to acquire the mass spectral information;
however, for some species such as SO4, particles can
take longer to completely vaporize and the fast timing
of JS mode can lead to erroneously low RIE values. In
the new recommended calibration procedure, size-
selected particles of either AN and/or AS are meas-
ured in full scan (FS) acquisition mode, where the
entire mass spectrum is scanned as would be done
during ambient sampling but the same ions as those
measured in JS are used in the analysis. Since the full
mass spectral range is scanned, this approach has the
added advantage of identifying any m/z artifacts that
exist in the instrument. In both the JS and FS modes,
NH4 RIE is determined from the ratio of the slopes of
signal versus input mass plots of NH4 and NO3 meas-
ured from pure NH4NO3. The SO4 RIE is then deter-
mined from the product of the NH4 RIE and the ratio
of the slopes of signal versus input mass plots of SO4
and NH4 from pure (NH4)2SO4 (Budisulistiorini et al.
2014). The response factor of NO3, which is propor-
tional to the ionization efficiency, was determined
using both the JS and FS. Since NH4NO3 can rapidly
vaporize, the response factor remains similar in both
calibration modes. However, the FS mode is
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recommended for consistency with operating condi-
tions during ambient sampling.
For all calibrations, aqueous solutions of ammonium
nitrate (AN) and/or ammonium sulfate (AS) were used.
These solutions were atomized into the instrument as
either pure AN and pure AS solutions or as solutions
containing mass ratios of 2:1 (AN:AS) and 1:2 (AN:AS)
mixtures. The purpose of using these mixed solutions
was to evaluate how the mass fraction of a certain spe-
cies might influence its calibration value, and secondly it
provided a means to compare the NH4 RIE determined
from pure AN particles with that obtained from the
combined pure and mixed AN/AS data. The atomized
solutions then passed through two silica gel dryers, and
into a Differential Mobility Analyzer (DMA, TSI 3800)
which selected particles with electrical mobility diame-
ters of 300nm. These particles were then passed through
a centrifugal particle mass analyzer (CPMA,
Cambustion), which uses a combination of electrical
and centrifugal fields to classify aerosol particles as a
function of size and mass (Olfert and Collings 2005).
This set up has previously been shown to be robust for
AMS RIE calibrations (Xu et al. 2018). Indeed, the
advantage of having the CPMA during calibration is
that it ensures the selection of the exact aerosol mass
and hence removes any doubly charged particles. When
operating with only an SMPS, it is recommended to use
solution concentrations <0.005M where the contribu-
tion of doubly charged particles is small. This recom-
mended concentration is based on the use of the TSI
atomizer (model 3076); since different atomizers have
different aerosol generation efficiencies, each needs to be
characterized to identify the optimum solution concen-
tration to avoid doubly charged particles. The 300nm
particles were then sampled over a range of number
concentrations obtained through the dilution (with fil-
tered air) of the dried aerosol volume. This calibration
was performed simultaneously for each group of four
different Q-ACSM instruments. The solution mixture
was analyzed using FS mode and RIE’s for SO4
2 and
NH4
þ were calculated based on the method presented
by Xu et al. (2018).
These new calibration protocols using FS mode are
now integrated into the ACSM acquisition and ana-
lysis software (since ACSM DAQ v1.6.0.0 and ACSM
Local v1.6.1.12).
Overview of auxiliary measurements and
meteorological parameters
During this calibration exercise, all instruments were
operated over three days (4–8 March 2016) in order
to compare instrument performance prior to calibra-
tion and tuning. After calibration, instruments
sampled ambient air from 11–15 March 2016. Here,
only the calibration and this later comparison period
will be discussed. During the post calibration inter-
comparison period, air mass trajectories were calcu-
lated using HYSPLIT at 150 a.g.l (Stein et al. 2015)
for a 72-h period. These trajectories were then visual-
ized using the ZeFir tool (Petit et al. 2017) showing
that air masses arrived primarily from the continent
(Figure S2a), and were associated with high PM load-
ings, typical for this period of the year (Sciare et al.
2011; Petit et al. 2015). Temperature and relative
humidity varied from 2 to 10 C and from 50 to 80%,
respectively, and wind speed varied from 1 to 5ms1
(Figure S2b and c, respectively).
During the sampling period, there was >95%
instrument coverage (Figure S3). The recommended
data analysis procedure was performed on each of the
individual data sets. This included the correction for
ion transmission and air beam variations. Full details
of these corrections are included in Crenn et al.
(2015). Following the recommendations by
Middlebrook et al. (2012), a composition dependent
collection efficiency (CDCE) calculated for each
instrument was applied to each dataset calculated
from the composition data for that instrument (with
RIE from FS mode). The CDCE for the different
instruments had a standard deviation of 2–5% (Figure
S4), with the largest deviations during periods of low
mass concentrations.
To illustrate the comparability of collocated instru-
mentation, the PM1 mass concentrations obtained




þ) and Sunset (OM) data are com-
pared with PM1 concentration measured by the
TEOM instrument (Figure S1a). An orthogonal fit of
this data illustrates good agreement, with a slope of 1.
04. Particle composition measured by the PILS and
Sunset instruments show that NO3
 particles domi-
nated the PM1 particle composition (51%) followed by
NH4
þ (19%), with OM contributing 17%, and SO4
þ
11%, respectively (Figure S1).
Results and discussion
The following sections of this manuscript deal first
with the comparison of inorganic aerosol concentra-
tions determined from each instrument, using the JS
and the FS methods, and the comparison with collo-
cated PILS measurements. This is followed by a com-
parison of the organic aerosol concentrations, as well
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as evaluating the recently published correction for the
instrument artifact at m/z 44 (Pieber et al. 2016).
Inorganic aerosols (comparison of the two
calibration methods)
The median NO3 and SO4 values are compared with
the NO3 and SO4 measured by the PILS instrument
(Figure 1). Differences in the NO3 and SO4 mass con-
centrations between the PILS and that of the ACSM,
may be a result of slightly different size cut (PILS
1.4 lm and ACSM 1lm). The calibration values
determined using both the JS and FS mode calculated
using the analysis procedures outlined in the new
ACSM acquisition software are listed for each partici-
pating instrument in Table S1. A large difference was
observed for the RIE for sulfate with an average
increase of 48% between the two methods, likely the
result of the slower evaporation rate of sulfate par-
ticles that are being incorrectly represented in the JS
mode (Figure 2).
The inorganic species concentrations for NO3,
NH4, and SO4 were compared to the median value
calculated for all instruments in order to illustrate the
agreement between instruments (Figures S5–S7). An
error of 30% has been identified as the standard error
for total mass measurements for Aerodyne AMS
instruments (Bahreini et al. 2009). Bahreini et al.
(2009) calculated an overall uncertainty of 34% for
ammonium and nitrate, 36% for sulfate, 38% for
organic species. This overall uncertainty includes
uncertainties associated with the IE, RIE, and CE.
With the exception of one or two instruments, the
slopes calculated for each instrument against the
median fall between ±30% of the median values.
Investigating the agreement of each individual
instrument with the PILS-IC SO4 data for the two dif-
ferent calibration methods (JS vs FS), we observe that
the FS calibration method results in an overall
decrease in the ACSM SO4 concentrations relative to
the PILS SO4 (Figure 3). If we calculate the improve-
ment in the variation of the SO4 mass concentrations
using both calibration methods, we observe a decrease
in the standard deviation from 1.08 to 0.68 from the
JS to the FS methods, respectively. For the remainder
of the discussion, we use the calibrations from the
FS method.
Statistical Z-score analysis
To illustrate the agreement between the different
instruments in a robust manner, a Z-score calculation
was performed on the data following the methods
defined by the international standard organization
(ISO 5752-2), allowing us to evaluate instrument per-
formance relative to the median of all instruments





where Xi represents the average concentration of each
species (i) for a given instrument, and X and rp cor-
respond to the average and standard deviation for
that species over all instruments. This approach evalu-
ates if the variations in the different instruments from
the reference value fall within a defined criterion.
According to this test, instrument performance is con-
sidered acceptable when values fall between 2 and 2
(indicated by the green lines in Figure 4) (ISO
5725–51998). Values falling between 2 and 3 indicate
that some problems exist.
The calculated Z-scores for each of the inorganic
species show good agreement, with all instruments
within the acceptable range of 2 and 2 (Figure 4).
These results demonstrate a considerable improve-
ment over the previous intercomparison exercise
Figure 1. Time series comparison of the median (a) SO4, and (b) NO3 with those values measured by the PILS. The shaded areas
represent the 75th and 25th percentiles.
834 E. FRENEY ET AL.
(Crenn et al. 2015) which we attribute to the
improved calibration procedures. However, larger var-
iabilities are still associated with SO4 than with the
other inorganic species.
During this work, an artifact was identified in rela-
tion to the SO4 signal. During pure ammonium sulfate
calibration, the typical m/z for (NH4)2SO4 were








þ), but a signal was unexpectedly observed
for some instruments at m/z 30. The magnitude of
this m/z 30 with respect to total measured (NH4)2SO4
Figure 2. RIE values (left axis) measured using the jump scan mode and the full scan mode. Numbers represent the instrument
number (1 through 15).
Figure 3. Slope values, obtained through orthogonal fits, of the ACSM SO4 concentrations compared with PILS SO4 concentrations
for the JS and FS methods.
Figure 4. Z-score values calculated for the 15 participating ACSM instruments for inorganic species.
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ranged from 0.01 to 0.173 and varied inversely to the
RIE for SO4 (Figure 5). The resolution of the Q-
ACSM is not sufficient to accurately identify the
nature of this peak, and its origin is uncertain. It may
be related to sulfate induced surface chemistry on the
vaporizer producing NOþ and/or organic (e.g., C2H6
þ
or CH2O
þ) fragments. Tests were run to verify that
this was not related to impurities in the (NH4)2SO4
solution used for atomization.
Although, this artifact is relatively limited, it may
become significant in periods of high SO4 concentra-
tions. Further work, notably including high-resolution
AMS measurements, are needed to fully understand the
nature of this artifact.
Organic aerosol
As highlighted by many studies, the organic signal in
aerosol mass spectrometers comes from a complex mix-
ture of many different compounds and hence character-
izing their sources and properties is difficult. Dedicated
calibration and intercomparison exercises can improve
our understanding of the instrument response to these
organic species. During previous intercomparison and
laboratory studies, comparisons of the organic mass
loading measured by different ACSM instruments
showed a considerable variability as did the fraction of
the organic signal at specific m/z values (Crenn et al.
2015). Comparing the individual instrument organic
mass loading measurements to the median of the
ACSM organic measurements calculated using the
default fragmentation table in this dataset, we observe
slopes from 0.63 to 1.24 (Figure S8). To determine if
particular m/z values in the organic spectra showed
more variation than others, the Z-score for the fractions
of the prominent organic fragments, f29 (fraction of m/z
29 to the total OA signal), f43 (fraction of m/z 43 to the
total OA signal), f44 (fraction of m/z 44 to the total OA
signal), f55 (fraction of m/z 55 to the total OA signal),
and f57 (fraction of m/z 57 to the total OA signal) were
calculated. These masses were chosen as they are often
responsible for the majority of mass in the ambient
organic signal (Fr€ohlich et al. 2015b), and are marker
peaks representing the extent of oxidation of the OA.
Similar to Fr€ohlich et al. (2015b) and Crenn et al.
(2015), we observe the largest variability in the organic
fragments at m/z 44 (Figure 6a), with four instruments
having Z-scores outside the acceptable range.
The plot of f44 vs f43 in Figure 6b shows that
although the f43 values do not vary by more than ±0.02,
the f44 values range from 0.15 to 0.30 for measurements
taken over the same three-day period. Fr€ohlich et al.
(2015b) emphasized that this large variability in f44 does
not affect the resulting factors identified using positive
matrix factorization, but it does highlight the need to
understand how organic aerosol components are
detected by these instruments. Much of the variability in
f44 is thought to be due to an instrument artifact (Pieber
et al. 2016) where the existence of carbonaceous material
on the vaporizer can affect both the desorption and
decomposition process of NO3, and reactions at the
vaporizer surface. These reactions can generate CO2
with C from the carbonaceous deposits and O from the
NO, NO2, and HNO3 thermal decomposition products
of NH4NO3, and hence increase the m/z 44 signal which
is then erroneously attributed to organic aerosol. The
artifact can be quantified in each instrument by deter-
mining the ratio of m/z 44/NO3 during calibrations
Figure 5. SO4 Artifact observed during (NH4)2SO4 calibration. Numbers represent the instrument number (1 through 15).
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using pure AN. During this ILC exercise, 15 Q-ACSM
instruments were operated side-by-side, providing us
with a unique possibility to quantify this artifact, and to
evaluate how it varies among 15 instruments of the
same type. The resulting m/z 44/NO3 ranged from val-
ues of 0.01 to 0.26 (Figure 7), similar to those reported
in Pieber et al. (2016). As also observed by Pieber et al.
(2016), the m/z 44/NO3 tends to increase with increas-
ing m/z 30/m/z 46 (NOþ/NO2
þ) ratio from pure AN
(Figure 8). Instruments are numbered (and hence col-
ored) as a function of artifact, therefore in Figure 6b,
those f44 data points colored in blue are those with the
lowest artifact value, and may best represent the real f44
for ambient organic aerosol during this measure-
ment period.
Application of fragmentation table corrections
Pieber et al. (2016) suggested a fragmentation table
correction that can be applied to each individual
instrument in order to correct for this artifact
(Equation (2)):
frag organic 44½  ¼ 44;frag air 44½ ;
 b  1:05  frag nitrate 30½ ;
 b  1:05  frag nitrate 46½ 
(2)
where frag_organic[44] corresponds to the instrument
signal at m/z 44 that is attributed to organic aerosol,
frag_air[44] is the signal at m/z 44 that is attributed
to the air signal, frag_nitrate[30] and frag_nitrate[46]
correspond to the signals at m/z 30 and 46 that are
attributed to nitrate aerosol. The value “b” corre-
sponds to the ratio of m/z 44/NO3 measured during
calibration (Figure 7). The factor of 1.05 is due to the
difference between NO3 (calculated via the frag table
and used to determine the b value) and the sum of
the signals at m/z 30 and m/z 46. Since m/z 44 is the
major fragment in aged organic aerosol, such as meas-
ured in this intercomparison, and nitrate loadings are
high in this dataset, applying this correction impacts
Figure 6. (a) Z-score analysis of the prominent organic fragments calculated with respect to the median values for all 15 instru-
ments over the entire campaign. (b) Plot of f44 vs f43 for all instruments that took part in the intercomparison. The dashed lines
are from Ng et al. (2010) for ambient measurements.
Figure 7. Ratio of m/z 44/NO3, as well as the NO3 30/46 ratio for each of the instruments that participated in the comparison.
The color represents the intensity of the m/z 44/NO3 (left y-axis) artifact and is the same throughout the manuscript.
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total organic mass loading as well as m/z 44 and thus
the ratios for each fragment.
Applying the correction based on Equation (2), led to
an increase in the scatter of the f44 vs f43 plot between
the different instruments, but also for a given instru-
ment (represented by the error bars in Figure S10b) and
worse agreement with the mean (Z-scores in Figure
S10a). This correction assumes the magnitude of the
artifact is independent of chemical composition, basing
the correction on measurements made with pure
NH4NO3. During this intercomparison we performed
calibrations at variable nitrate mass fractions (NO3_MF)
using mixtures of NH4NO3 and (NH4)2SO4, and from
this data we observe that the magnitude of the artifact
varies as a function of NO3_MF (Figure 8).
For instruments with large artifacts there is a signifi-
cant increase between NO3_MF ¼ 0.52 and NO3_MF ¼
0.78 (pure NH4NO3). Note that in the atmosphere,
while NO3_MF can occasionally exceed 50% contribu-
tion, it almost never accounts for more than 80% of the
measured PM1 concentrations (Zhang et al. 2007). We
hypothesize that this artifact measured in the ACSM
instruments at pure ammonium nitrate mass fractions
may not be representative of ambient conditions and
utilize the mixture data to test that hypothesis by apply-
ing a correction based on Equation (2) where b is a
time varying value based on the measured ambient
NO3_MF. The time dependent correction was applied
manually to frag_organic[44], but the capability to per-
form this correction automatically through the fragmen-
tation table will be included in future versions of the
ACSM analysis software. Because there was reasonable
agreement between the two lowest NO3_MF points in
Figure 9 for a given instrument, if ambient NO3_MF
was less than 0.5, then b was taken to be the average of
these. For points with NO3_MF between 0.5 and 0.8, a
linear fit between the two highest NO3_MF points
was used.
Figure 9 shows that applying this correction signifi-
cantly reduces the variability in the organic fragment
Figure 8. The m/z 44/NO3 artifact as a function of NO3_MF for the ACSM instruments. The error bars represent ±1r.
Figure 9. (a) Z-scores of the prominent organic fragments and (b) average f44 vs f43 concentrations for all participating instruments
with the fragmentation table correction applied.
838 E. FRENEY ET AL.
ions, with nearly all peaks falling within the 2 and 2
lines of the Z-score plots, and that the observed vari-
ability in the average f44 also decreases. However, the
differences in the f44 between instruments are still sig-
nificant, with ranges from 0.11 to 0.21.
The agreement in total organic mass against the
median concentrations also improved with slope val-
ues ranging from 0.75 up to 1.21 (Figure S11).
Continuing work on OA measurement artifacts and
uncertainties should be addressed in future intensive
laboratory studies. Combining this new m/z 44 artifact
correction along with the new calibration procedures,
we obtain a submicron mass concentration that com-
pares well with collocated PM1 measurements
(Figure 10).
Conclusions
This work presents measurements during the 2016 Q-
ACSM instrument intercomparison at the Aerosol
Chemical Monitor Calibration Centre (ACMCC),
located at the SIRTA site south-west of Paris. This
exercise is a continuation of the first intercomparison
exercise that took place as part of ACTRIS 1 (Crenn
et al. 2015; Fr€ohlich et al. 2015b) and provided the
opportunity to perform tests with new calibration pro-
tocols for the Q-ACSM instruments. Within these
tests, calibrations were performed with the same sam-
pling protocol as during ambient sampling, ensuring
that data is acquired and analyzed under the same
operating conditions used during measurements.
Results showed that the use of full-scan mode calibra-
tion data (as opposed to jump-scan mode data)
improved the comparison of SO4 mass loading with
external data and improved the correlation of the
measured SO4 mass concentrations among the 15
instruments, with the standard deviation decreasing
from 1.08 to 0.68. Based on these results, full-scan
mode calibration protocols are recommended by the
manufacturer as well as within the ACTRIS standard
operating procedures. These results illustrate that
these instruments have good comparability and are
within the ±30% uncertainty range recommended for
these instruments. This uncertainty range should
always be considered when comparing these instru-
ments to other co-located instruments. These inter-
comparison exercises illustrates that ACSM data is
highly valuable for future atmospheric model evalu-
ation and development.
In addition, the new calibration procedures have
the added advantage of acquiring a full mass spectrum
providing each user the opportunity to assess and
quantify the presence of instrument artifacts, notably
the m/z 44 artifact. Applying the m/z artifact correc-
tion following Pieber et al. (2016) increased the vari-
ability in both the measured f44 and the total organic
mass loading. Moreover, in cases of high artifact val-
ues (m/z 44/NO3 > 0.10) the fragmentation table
adjustment as per Pieber et al. (2016), results in some-
times unrealistically low f44 values. In ambient air,
NO3 mass fraction (NO3_MF) may occasionally
exceed 0.5 but rarely reaches 0.8. An alternative cor-
rection, accounting for varying NO3_MF, was tested.
Application of this alternative correction resulted in
significant improvements in the f44 reproducibility, as
well as for other dominant organic fragments, leading
to an improvement in the agreement of the total
measured organic mass concentrations over all instru-
ments. The analysis and interpretation of ACSM data,
especially related to the organic spectra, are constantly
Figure 10. ACSM median NR-PM1 concentrationsþ BC measurements compared to the total PM1 mass measured by the TEOM.
The fit is an orthogonal fit, not forced through 0.
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evolving, as is our knowledge of the instrument
response to different chemical species (Hu et al. 2017;
Pieber et al. 2016). It is possible that the high frac-
tions of measured nitrate during this intercomparison
were in part due to the presence of organic nitrates
(Kiendler-Scharr et al. 2016). Given the spatial distri-
bution of ACSM instruments in Europe and the con-
tinuous sampling nature of the ACSM measurements,
understanding how the instruments respond to differ-
ent organics species, including organic nitrates, is
essential, and will be the focus of future intercompari-
son exercises.
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